In this research, we have realized a rapid extracellular vesicle (EV) quantification methodology using a high field modulated AlGaN/GaN high electron mobility (HEMT) biosensor. The unique sensing structure facilitated the detection of the sub-cellular components in physiological salt environment without requiring extensive sample pre-treatments. The high field operation of GaN HEMT biosensor provides high sensitivity and wide dynamic range of detection of EVs (10 7 -10 10 EVs/mL). An antibody specific to the known surface marker on the EV was used to capture them for quantification using an HEMT biosensor. Fluorescence microscopy images confirm the successful capture of EVs from the test solution. The present method can detect EVs in high ionic strength solution, with a short sample incubation period of 5 min, and does not require labels or additional reagents or wash/block steps. This methodology has the potential to be used in clinical applications for rapid EV quantification from blood or serum for the development of diagnostic and prognostic tools.
Introduction
Extracellular vesicles (EVs) are membrane-bound sub-cellular components that are released by cells [1] . They are used for cellular communication and can carry biomolecular cargo including proteins, nucleotides and lipids [1] [2] [3] . Due to their roles in cellular communication, EVs have attracted great interest in assessing their potential as a diagnostic and prognostic biomarker. EVs take part in several patho-physiological processes such as homeostasis, immune response and their modulatory effects, and disease progression such as cancer [4, 5] . EVs can be classified according to biogenesis into three main categories: exosomes, microvesicles and apoptotic bodies, with exosomes being the most widely researched. EVs provide functional and structural protection to their cargo and possess longer half-life in blood, which enhances their diagnostic potential [6] . Quantifying the amount of EVs and analyzing the type and contents may provide deeper understanding of the aberrant process leading to diseases. Peripheral blood carries abundant EVs which circulate throughout the body and blood-based assays can be used to capture, quantify and analyze EVs.
Presently, conventional techniques are being developed and optimized for the quantification of EVs. Nanoparticle tracking analysis (NTA) is the most commonly used EV quantification method with a dynamic range of 10 7 -10 10 particles/mL [7] . Flow cytometry has also been used in the phenotyping and enumeration of EVs [8] . Apart from traditional methodologies, newer techniques
Results and Discussion

Structure of GaN HEMT Biosensor
The structural information of the biosensor is depicted in Figure 1 . The sensing region comprises of the openings on the gate electrode and the transistor channel, separated by a very short gap of 65 µm. The separated gate electrode is in fact the reference electrode used in conventional FET biosensors, but re-purposed to provide high field modulation to FET sensing. The schematic illustration of GaN HEMT biosensor is depicted in Figure 1a , which shows the gate electrode functionalized with the receptor, in this case, antibody, which targets the exosomes from the test solution. The real top view image of the GaN HEMT biosensor device is shown in Figure 1b . The opening on the channel region is 10 × 60 µm 2 in an area separated by 65 µm from the gate electrode opening, which is 100 × 120 µm 2 in area. The test solution containing the target exosomes is dropped on the sensor surface such that it forms the dielectric between the gate electrode and channel openings. Assuming the HEMT channel has negligible resistance, the sensing structure can be regarded as two metal electrodes of asymmetric sizes connected by an electrolyte which is the test solution. The working principle of our GaN HEMT biosensor is detailed in our previous works [16] [17] [18] . Briefly, when the test solutions containing high salt concentration (physiological salt concentration is ~150 mM) are dropped on the sensor surface and a pulsed gate voltage is applied, the electrical double layer (EDL) on the solid/liquid interfaces (the interfaces of solution and gate electrode and channel) is re-distributed, generating a solution capacitance.
The applied potential drops across the test solution and the transistor dielectric, which can be expressed as:
where Vg, Vs and Vd are the applied gate potential, potential drop across solution and transistor dielectric (AlGaN), respectively. Impedance in this system can be equated as:
The sensing structure yields a purely capacitive response, which is verified by measuring the gate electrode leakage current. The total capacitance in this system can be written as:
where Cs and Cd are the solution and transistor dielectric capacitances, respectively. When the overall impedance is high, the voltage drop is also large. The ratio of impedances in the solution and dielectric determines the overall potential drop across the dielectric. The numerator represents the impedance in the transistor dielectric and denominator represents the summation of impedances in the solution and dielectric. Therefore, combining Equations (1)- (3) we can express the potential drop across the dielectric in terms of applied gate voltage and solution capacitance as:
The solution capacitance modulates the potential drop across the transistor dielectric (i.e., AlGaN) and hence the drain current of HEMT. Therefore, at higher ionic strength, higher drain current signal is observed, owing to larger solution capacitance [16] . The solution capacitance can also change due to surface functionalization and receptor-ligand binding, whereby changing the drain current signal. In this way, we are able to monitor the biological interactions on the sensor surface as the electrical response from the GaN HEMT sensor, which is explained in the following sections. Throughout this study, we have used current gain as the sensor signal instead of absolute drain current. Current gain analogous to the transconductance gm of FET is defined as the difference The working principle of our GaN HEMT biosensor is detailed in our previous works [16] [17] [18] . Briefly, when the test solutions containing high salt concentration (physiological salt concentration is 150 mM) are dropped on the sensor surface and a pulsed gate voltage is applied, the electrical double layer (EDL) on the solid/liquid interfaces (the interfaces of solution and gate electrode and channel) is re-distributed, generating a solution capacitance.
where V g , V s and V d are the applied gate potential, potential drop across solution and transistor dielectric (AlGaN), respectively. Impedance in this system can be equated as:
where C s and C d are the solution and transistor dielectric capacitances, respectively. When the overall impedance is high, the voltage drop is also large. The ratio of impedances in the solution and dielectric determines the overall potential drop across the dielectric. The numerator represents the impedance in the transistor dielectric and denominator represents the summation of impedances in the solution and dielectric. Therefore, combining Equations (1)- (3) we can express the potential drop across the dielectric in terms of applied gate voltage and solution capacitance as:
The solution capacitance modulates the potential drop across the transistor dielectric (i.e., AlGaN) and hence the drain current of HEMT. Therefore, at higher ionic strength, higher drain current signal is observed, owing to larger solution capacitance [16] . The solution capacitance can also change due to surface functionalization and receptor-ligand binding, whereby changing the drain current signal. In this way, we are able to monitor the biological interactions on the sensor surface as the electrical response from the GaN HEMT sensor, which is explained in the following sections. Throughout this study, we have used current gain as the sensor signal instead of absolute drain current. Current gain analogous to the transconductance gm of FET is defined as the difference of transistor drain current before and after applying gate voltage V g . Current gain or simply referred to here as "gain" is a relatively more stable index for sensor measurement compared to the absolute drain current of the transistor as the latter may be prone to variations from external and thermal noise.
Surface Functionalization and Characterization
We have targeted known exosome surface markers to capture them from the test solution using corresponding antibodies. Tetraspanins such as CD63 used for exosome formation and secretion have been commonly used for exosome purification and enrichment [19] . We therefore used anti-CD63 to capture the EVs from the test solution. The surface functionalization involves immobilization of anti-CD63 on the gate electrode opening using the native thiol groups in the IgG molecule to covalently bind with Au surface. The protocol is schematically illustrated in Figure 2a . Since the antibodies are immobilized onto the surface via their hinge regions, the binding sites remain in the proper orientation, suitable for unobstructed binding with the ligand. We have characterized the surface functionalization in two methods: using optical imaging and electrical measurements of the HEMT sensor. EVs used in our study are fluorescent and express fusion proteins on their exosomal membranes that fluoresce under blue light excitation [20] . Therefore, antibody immobilization can be confirmed by imaging the gold gate electrode surface before and after incubation with EVs. After immobilizing anti-CD63 on the gold surface, EVs were allowed to be captured by the antibodies, by incubation in room temperature for 1 h. Unbound EVs were washed away and fluorescence microscope was used to record images of EVs captured by anti-CD63. Figure 2b shows the optical image of EVs captured by anti-CD63 on gold gate electrode opening on the HEMT sensor chip. The control image in Figure 2b was recorded prior to incubation with EVs (sensor functionalized with anti-CD63). Figure 2c shows the relative fluorescence intensity of the functionalized sensor with and without EVs. The fluorescence intensity when EVs are captured is higher than the control. The capture of EVs on the gold electrode confirms that anti-CD63 is immobilized on the sensor and can bind with the CD63 expressed on the exosomal membranes.
The surface functionalization can also be monitored electrically. The interface of the solution and gate electrode changes as IgG molecules are bound to the electrode surface. This follows that when the electric field is applied across the test solution, EDL on the gate electrode interface is modified, which leads to a corresponding charge re-distribution in the EDL on the solution-transistor dielectric region. This leads to a change in solution capacitance and hence the drain current response of the HEMT sensor. Therefore, by monitoring the drain current before and after surface functionalization, as shown in Figure 3a , we can indeed characterize the antibody immobilization procedure. Figure 3b shows the change in current gain of HEMT biosensor upon surface functionalization, which is the differential drain current signal that is used as the sensor index of measurement throughout this study. 
Detection and Enumeration of EVs
The sensing characteristics of GaN HEMT biosensor are demonstrated by the quantitative measurement of different concentrations of EVs on the sensor surface. The sensor response measured after surface functionalization with anti-CD63 is used as the baseline for further measurements with EVs. EV concentrations in the range of 10 7 -10 10 EVs/mL are used in this study. Figure 4a shows the drain current signal of the HEMT sensor for different EV concentrations. The drain current increases as the number of EVs increases. This is because when the anti-CD63 binds with the CD63 expressed on the exosomal membrane and when gate pulse voltage is applied, the EDLs at the gate electrode and transistor dielectric interfaces undergo charge re-distribution, which changes the solution capacitance. As seen from Equation (4), at fixed gate voltage when solution capacitance is varied, the potential drop across the transistor dielectric is varied and as a result the drain current of HEMT changes. The channel of HEMT is composed of 2-dimensional electron gas (2DEG) which is highly sensitive to changes in the gate potential. As the number of captured EVs on the gate electrode increases, the potential drop across the solution decreases, causing more potential to drop across the transistor dielectric. This leads to larger changes in the drain current of HEMT. The change in drain current is thus proportional to the number of EVs captured at the sensing region. We use current gain as the sensor measurement index to avoid the inconsistencies in absolute drain current. Figure 4b shows the calibration curve of the HEMT biosensor, with current gain versus the number of EVs captured on the sensor. The inset demonstrates the sensor response curve in logarithmic scale, to better represent the linearity of sensor response over the wide dynamic range of detection of EVs. The results in Figure 4 demonstrate that our GaN HEMT biosensor can be used to enumerate EVs in the range of 10 7 -10 10 EVs/mL, which includes two orders lower and one order higher than the normal EV concentration in humans which is 10 9 EV/mL [21, 22] . Thus, our electronic microsensor can detect and enumerate EVs with very high sensitivity in physiological salt environment, without requiring additional sample pre-processing or extra reagents/labels. The dynamic range of detection exhibited by our GaN HEMT sensor is comparable to the gold standard EV detection methodology of nanoparticle tracking analysis (10 7 -10 10 EVs/mL). Enumeration of EVs has the potential for risk assessment of cardiovascular diseases like coronary artery disease and early diagnosis of several types of cancers such as ovarian, lung and gastric cancer [23] [24] [25] [26] [27] . Therefore, our electronic microsensor has the potential to improve point of care diagnostics for diseases that cause the largest mortality worldwide.
The high field operation of the HEMT sensor is the reason for higher sensitivity in physiological salt concentration. As seen from Equations (1) and (4), higher Vg or higher solution capacitance can lead to a larger potential drop across the transistor dielectric. In our sensor operation, we provide 2 V as gate voltage which is sufficiently large to acquire the desired sensitivity but not affect the activity 
for demanding extensive sample pre-treatments while using traditional FET biosensors [12] [13] [14] [15] . But using our sensing structure, we have been able to overcome the charge screening effect and directly detect biological targets and ionic species in high salt concentration environments [16] [17] [18] 28] . In our sensor design, we can enhance the sensitivity of our HEMT biosensor to EVs in physiological salt environment. This is an important feature of our HEMT biosensor that holds great potential in clinical applications particularly in IVD and point-of-care testing. 
Sensor Regeneration
After each sample of EV is measured, the sensor is thoroughly washed in protein elution buffer and 1× PBS to remove captured EVs and non-specific binding, if any. The washing procedure is detailed in Methods Section 2.4. We use a gentle elution buffer with near neutral pH, containing very high salt concentration. The high salt in the buffer is intended to break the electrostatic interactions between the receptor and ligand, thereby eluting them. 1× PBS is used to further wash away the elution buffer and serves as the test environment for further measurements. The electrical baseline of the sensor is measured to confirm whether it has returned to the original reference value, which corresponds to that of the anti-CD63 level. The electrical baseline values between each sample measurement is shown in Figure 5 in terms of gain responses of the HEMT biosensor. The current gain returns to the initial reference value, with each elution procedure, thereby ensuring that the change in gain observed in the sensor calibration curve is indeed resulting from the capture of EVs and not due to non-specific binding. In this study where the four different target EV concentrations have been tested for three different times, the sensor has been regenerated at least 12 times. The results in Figure 5 demonstrate the sensor regeneration capabilities which allow our sensor to be reused for multiple EV detection and enumeration cycles. The high field operation of the HEMT sensor is the reason for higher sensitivity in physiological salt concentration. As seen from Equations (1) and (4), higher V g or higher solution capacitance can lead to a larger potential drop across the transistor dielectric. In our sensor operation, we provide 2 V as gate voltage which is sufficiently large to acquire the desired sensitivity but not affect the activity of biomolecules or cause redox currents. More importantly, the gap between the gate electrode and the transistor channel is very short (65 µm), which enhances the electric field applied across the test solution. Using this structure, we can operate at larger fields compared to the traditional FET sensors and obtain higher values of solution capacitance. The traditional FET biosensors are not supplied with a high enough external electric field to modulate the channel conductivity and merely rely on the potential changes brought upon by receptor-ligand binding to gate the channel current. Even in cases that use a biased reference electrode (very small bias), the distance between the electrode and the transistor active area is too large and therefore the external bias does not modulate the channel current. Due to severe charge screening effect in physiological salt solution, the potential changes induced by receptor-ligand binding cannot modulate the channel conductivity, which is the reason for demanding extensive sample pre-treatments while using traditional FET biosensors [12] [13] [14] [15] . But using our sensing structure, we have been able to overcome the charge screening effect and directly detect biological targets and ionic species in high salt concentration environments [16] [17] [18] 28] . In our sensor design, we can enhance the sensitivity of our HEMT biosensor to EVs in physiological salt environment. This is an important feature of our HEMT biosensor that holds great potential in clinical applications particularly in IVD and point-of-care testing.
After each sample of EV is measured, the sensor is thoroughly washed in protein elution buffer and 1× PBS to remove captured EVs and non-specific binding, if any. The washing procedure is detailed in Methods Section 2.4. We use a gentle elution buffer with near neutral pH, containing very high salt concentration. The high salt in the buffer is intended to break the electrostatic interactions between the receptor and ligand, thereby eluting them. 1× PBS is used to further wash away the elution buffer and serves as the test environment for further measurements. The electrical baseline of the sensor is measured to confirm whether it has returned to the original reference value, which corresponds to that of the anti-CD63 level. The electrical baseline values between each sample measurement is shown in Figure 5 in terms of gain responses of the HEMT biosensor. The current gain returns to the initial reference value, with each elution procedure, thereby ensuring that the change in gain observed in the sensor calibration curve is indeed resulting from the capture of EVs and not due to non-specific binding. In this study where the four different target EV concentrations have been tested for three different times, the sensor has been regenerated at least 12 times. The results in Figure 5 demonstrate the sensor regeneration capabilities which allow our sensor to be re-used for multiple EV detection and enumeration cycles. 
Materials and Methods
AlGaN/GaN HEMT Fabrication
The epi-wafer consisted of 260 Å AlGaN and 10 Å GaN cap layer deposited using a Metalorganic Chemical Vapor Deposition (MOCVD) system on 3 µm GaN buffer layer on top of 1 mm silicon substrate [29, 30] . Active regions of transistor were formed using inductively coupled plasma (ICP) etching performed using BCl3/Cl2 gas mixture, creating mesa isolations on the epi-wafer. Ohmic contacts were then deposited using an electron beam (E-Beam) evaporation method. The composition of ohmic contacts was Ti/Al/Ni/Au (200/800/400/1000 Å). Following this, rapid thermal annealing (RTA) was carried out at 850 °C in N2 environment. To fabricate metal interconnects and the separated gate electrode, E-Beam was used to deposit Ti/Au (200/2000 Å). The miniaturized HEMT chip was packaged using a simple and robust packaging method previously developed [31] . Briefly, a PDMS mold was prepared from a PMMA master and an HEMT chip was aligned and placed on the PDMS mold; the chip pressed on to the mold. Then thermo-curable epoxy resin was poured over the mold and cured at 125 °C and 165 °C for 1 and 1.5 h respectively. Post curing, the HEMT embedded epoxy was peeled off from the mold and metal interconnects were laid using the E-Beam evaporator. The entire chip was passivated using photoresist and sensing regions were opened using photolithography.
Sensor Surface Functionalization
Monoclonal antibody (mAb) to CD63 on the EV membrane was used to capture EVs from the test solution. The anti-CD63 was obtained from System Biosciences. The antibody immobilization on the gate electrode was carried out as a two-step process. A mild reducing agent such as 2-mercaptoethylamine (2-MEA) was used to selectively reduce the disulfide bonds in the hinge region of IgG, resulting in free thiols to bind with gold gate electrode. The anti-CD63 and reducing agent mixture (in a molar ratio of 1:10,000) were incubated in a reaction tube at 37 °C for 15 min and dropped on the gold gate electrode and further incubated for 1.5 h at room temperature. The sensor chip was then incubated at 4 °C for 12 h following which the unbound antibodies were thoroughly washed away in 1X PBS.
Cell Culture and EV Production and Characterization
The cell model from which EVs were derived is a HEK-293T cell line stably expressing palmitoylated green fluorescent protein (GFP), a generous gift from C. P. Lai (Institute of Atomic and 
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Cell Culture and EV Production and Characterization
The cell model from which EVs were derived is a HEK-293T cell line stably expressing palmitoylated green fluorescent protein (GFP), a generous gift from C. P. Lai (Institute of Atomic and Molecular Sciences, Academia Sinica, Taipei, Taiwan). Cells were cultured in high-glucose Dulbecco's modified Eagle's medium (DMEM, Corning Cellgro, Manassas, VA, USA) supplemented with 10% fetal bovine serum (FBS, Sigma, St. Louis, MO, USA), 100 U/mL penicillin, and 100 µg/mL streptomycin (Invitrogen, Carlsbad, CA, USA) in a humidified incubator with 5% CO 2 at 37 • C. To isolate EVs, conditioned medium was collected from~50% confluent cells incubated with culture medium without FBS for 48 h, followed by sequential centrifugation of the supernatant at 1000× g for 10 min and 3000× g for 20 min at 8 • C and filtration at 3000× g for 1 h and dilution with 2 mL PBS and a subsequent filtration at 3000× g for 1 h at 8 • C using an Amicon Ultra-15 10 k centrifugal filter (Millipore, Billerica, MA, USA). Concentrate was collected.
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Sensor Regeneration
After measuring the test samples containing EVs, the sensor chip was thoroughly washed in a mild protein elution buffer (Pierce gentle ag/ab elution buffer, pH 6.6) followed by washing in 1× PBS. The sensor chip was soaked in protein elution buffer for 10 min, followed by washing in 3 mL each of protein elution buffer and 1× PBS. This process was repeated for a period of 30 min. After the final washing step, traces of elution buffer were completely removed by washing the sensor chip in 1× PBS thrice. After this, the electrical baseline of the sensor was measured to confirm sensor regeneration.
Sensor Measurements
The sensor was characterized by electrical measurements conducted using Agilent B1530/B1500A semiconductor parameter analyzer. The GaN HEMT device was not operated solely under DC bias conditions to avoid excessive heat generation problems. The transistor was applied with a constant source drain bias of 2.5 V and a short duration pulsed gate voltage of 2 V. The gate voltage was applied to the gate electrode and constant DC bias to the drain terminal of HEMT was turned off after pulse application. Initially, drain bias was turned on during which time the gate voltage was held at 0 V for 2 µs. Then the gate pulse was turned on and held at 2 V for 50 µs, after which, the gate and drain biases were turned off. The change in transistor drain current before and after applying the pulsed gate voltage, is defined as current gain of the sensor. 
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Conclusions
In this research, we have developed an electronic microsensor based on AlGaN/GaN HEMT for the detection and enumeration of EVs in physiological salt environment. The rapid EV sensing assay does not require any sample pre-treatment procedures such as dilution or filtering. The high field modulated FET operation facilitates sub-cellular components detection in high ionic strength, overcoming the charge screening problem of FET biosensors. Since our HEMT biosensor is EDL gated under high field operation, it offers very high sensitivity, with a wide dynamic range of detection (10 7 -10 10 EVs/mL), which is better than the conventional EV measurement techniques. Since EVs are directly detected in physiological conditions, our biosensor has the potential to be used in clinical applications that quantify the EVs present in blood for disease diagnosis and characterization [21] . This methodology does not require additional reagents/labels or tedious blocking/washing processes. With high sensitivity, extremely low sample volume requirement (~5 µL), speedy detection (5 min) and minimal assay protocols, our sensor displays great potential to be employed in clinical EV investigations and in the analysis and study of specific EV biology. 
